Two gross count and one radionuclide identification backpack-type radiation detectors (BRDs) were used to validate radiological test requirements listed in the Domestic Nuclear Detection Office (DNDO) Technical Capability Standard (TCS) for BRDs. For this purpose, a linear motion system was used to simulate the relative movement between the backpacks and the radioactive sources. Data was analyzed to evaluate the standard requirements for this type of instrument. It was observed that applying a scaling factor to the testing distance (equivalent to changing the testing radiation field) based on the measured background radiation can carry a large uncertainty as the measured values will strongly depend on the instrument used to perform the measurement. Therefore, testing parameter might not be reproduced in different laboratories. The emission rate and testing distance defined in the BRD TCS for the 252 Cf source seems to be close to the limit of detection for this type of instrument. The fluence rate values produced by the different gamma-ray emitting sources required for testing the BRDs seem appropriate. If required to be closer to the limit of detection of the BRDs, the fluence rate values could be further reduced.
Introduction
Backpacks containing radiation detectors are used for localization of radioactive sources in a variety of areas, from buildings to ships. Several government agencies (Federal, State, and Local) have acquired different backpack-type radiation detectors (BRDs) for detection and interdiction of radioactive and nuclear materials. In general, there are two different types of backpacks currently available: one with gross count gamma-ray detection capabilities and the other with additional radionuclide identification capabilities with optional neutron detection. The Technical Capability Standard (TCS) document addresses both types of BRDs. While this standard was written primarily to address government needs, it requires validation based on testing of commercially available instruments. This work covers testing of the main parameters and requirements discussed by the TCS working group during the document standard development.
The following tests were performed to assess the TCS document requirements: The results of these measurements were used to modify the test requirements and associated test methods of the draft version of the TCS document in order to produce the final version of the TCS document.
Experimental setup
Two gross count BRDs and one radionuclide identification BRD were used to validate a subset of the radiological test requirements listed in the TCS document standard. In this work, testing parameters used to assess the applicability of the requirements for the BRDs were broader than those specified by the TCS standard. The measurements were designed to assess the validity of the test methods and requirements described in the TCS and not to assess the goodness of the individual BRD response.
Backpacks were placed on an aluminum stand with the center line of the backpack located 1.2 m from the floor. The backpacks were positioned with the front face at several fixed distances from a horizontal track along which radioactive sources could move past the backpacks. All sources were transported along the track in front of the backpacks at two different speeds of 1.2 m/s and 2.2 m/s. The source was transported past the backpacks at a height of 1.2 m from the floor. These tests were performed with the front of the BRD facing the source (referred to as the "Front" position) as it would be worn in the field (the backpack straps were facing away from the source). Measurements were performed without and with a phantom. In the latter case, the backpack was mounted with the back against the phantom to mimic the presence of a human body, see Figure 1 . For each source different combinations of distance, speed and height were selected. At least 10 measurements were repeated for each source and for each setting combination.
Figure 1: Diagram of BRD and phantom mounting
As this type of instrument is designed to be carried on a person's back, tests were performed both without a phantom and with two different types of phantoms (especially for the neutron tests).
One phantom was a cubic-shaped block filled with water with dimensions of 30 cm High (H)  30 cm Long (L)  15 cm Wide (W) and made of polymethyl methacrylate (PMMA), with a mass density, , of  = 1.19 g/cm 3 . The other phantom was a cubic-shaped block (40 cm (H)  40 cm (L)  15 cm (W)), made out of solid PMMA. Some standards do not require the use of phantoms when testing with gamma-ray emitting sources, phantoms are only required when testing with neutron sources. To investigate the difference in the gamma-ray response of the BRDs tests were carried out with and without phantoms. Table 1 shows the activities for the gamma-ray and neutron sources used for testing. These radionuclides were selected to test the energy range covered by the TCS document. As can be observed in Table 1 , some of the sources used in this work have activities that are different than the ones proposed in the TCS document standard. These additional sources were used exclusively to test the detection limits in addition to the TCS requirements for the backpacks. For the neutron tests, two different sources were used. One was a 252 Cf source with an emission rate of 2  10 4 neutrons per second placed inside a 1 cm steel encapsulation. The second one was a 252 Cf source with an emission rate of 4.2  10 5 neutrons per second placed inside a thin aluminum encapsulation and moderated by a 2 cm, 4 cm or 8 cm thick high density polyethylene (HDPE) sphere as well as a 5 % borated 8 cm thick HDPE sphere. This shielding was not specified by the standard, it was used to assess differences in detection for additional neutron moderation. Table 1 also lists the calculated fluence rate, , using equation (1) with a cut-off energy of 40 keV, these values were obtained using the gamma-ray emission probabilities listed in reference [6] .
where p(E) is the emission probability of a gamma-ray at energy E, A is the source activity, and r is the radius of the sphere from the point source. Cf source was shielded by 1 cm of steel, the gamma-ray emission of this source was very low so there was no need to add the lead shielding for the neutron tests. * The 4.2  10 5 neutrons/s 252 Cf source was considered a bare source; it was placed inside a 0.762 mm thick aluminum holder.
For these tests, the backpacks are referred to as BRD-1, BRD-2 and BRD-3. The BRD's characteristics are listed in Table 2 . The backpack's alarm thresholds used during testing were the default values set by the manufacturers. The BRDs have different types of displays. Therefore, based on the BRDs display capabilities the following displayed parameters were recorded for the measurements:
 BRD-1 o Gamma-ray level (unit-less display from 0 to 9) o Neutron level (unit-less display from 0 to 9) o Gamma-ray count rate readings (unit = counts per second (cps)) o Neutron count rate readings (unit = counts per second (cps))
 BRD-2 o Gamma-ray level (unit-less display from 0 to 9) o Neutron level (unit-less display from 0 to 9) o Gamma-ray count rate readings (unit = counts per second (cps)) o Neutron count rate readings (unit = counts per second (cps)) o Radionuclide identification  BRD-3 o Gamma-ray level (unit-less display from 1 to 10, and 0 corresponds to no LED illuminated) o Neutron level (unit-less display from 1 to 10, and 0 corresponds to no LED illuminated)
Two gamma-ray handheld instruments were used to measure the background and source exposure rate (in units of roentgen) 1 and dose equivalent rates (in units of Sv). The gamma-ray ambient dose equivalent rate ( ̇ ) and exposure rate was measured using the Victoreen 451P-DE-SI-RYR 2 and the Thermo FH40G-L respectively. The Thermo unit allows for integration of the gamma-ray field reducing the uncertainty in the background exposure rate measurements. The neutron measurements were performed using the Thermo Eberline ASP 2e neutron handheld survey meter.
Results and discussions
3.1 Scaling of source emission with gamma-ray and neutron background measurement at the test location Different Department of Energy (DOE) testing programs make use of scaling rules to determine the appropriate value of the source activity or source emission rate to be used in testing grosscount radiation portal monitors. These scaling rules allow adjusting the source activity or fluence rate according to the gamma-ray or neutron background radiation levels present at the location were the test is being conducted. The need for this adjustment or scaling of the source activity or emission rate results from the fact that:  The instrument minimum detection limit depends on the radiation background at the location.  The gross-count radiation portal monitors alarm threshold is calculated as a multiple of the square root of the background radiation level ( √ ).  The sources used for testing produce radiation fields are close to background levels.
The use of these scaling rules ensures that the same minimum level of detection performance is met for gross-count portal monitors across different testing locations, only for monitors that calculate the alarm threshold as a multiple of the square root of the background radiation level. Furthermore, this guaranties that the same number of gamma-rays or neutrons are measured above background.
During the development of the BRD TCS the applicability of these scaling rule methods for the testing of BRDs was discussed. The BRD TCS specifies the fluence rate of the testing sources instead of their activities or emission rates. This allows the use of any source quantity and shape as long as it produces the required fluence rate at the location of the instrument under test. Therefore, when specifying the source fluence rate for a given test condition, the background radiation level scaling methods (for a given source quantity) will be applied to the source-todetector distance.
If the BRD does not set the alarm threshold as a multiple of the square root of the background radiation level, then the use of the scaling rule would adversely affect the results of the test. It is important to specify the range of the source activity, fluence rate or exposure rate for which this scaling rule is valid. In order to reduce the uncertainty determination of the testing radiation field, this scaling rule should not be applied to large radiation sources producing a field more than 100 times larger than background levels.
During the BRD TCS document development, it was suggested that the testing fluence rate values for all the sources were specified at a reference background radiation level of 20 µR/h. It was proposed that if testing is performed at a different facility or location where the background radiation level is lower than the reference value of 20 µR/h the testing distance, d, shall be scaled by the square root of the ratio of the background radiation levels at both facilities. Scaling the distance in this way will adjust the fluence rate (above background) delivered to the detector so that the sensitivity of the instrument under test is approximately the same at any facility regardless of changes in radiation background levels (from the specified reference value of 20 µR/h).
As an illustration of the implementation of the scaling rule, consider a test being performed at a facility were the gamma-ray background radiation level is 10 µR/h. In order to ensure that the fluence rate (above background) delivered to the detector at this facility is the same as the fluence rate delivered at a different testing facility were the background level is 20 µR/h, the source-to-detector distance needs to be scaled as follows:
where and are the source-to-detector distances at a laboratory where the radiation background are l0 µR/h and 20 µR/h respectively. Table 3 lists the distance at which the detector should be placed from a gamma-ray source for a test conducted at 3 different locations each with a different radiation background level of 5 µR/h, l0 µR/h and 20 µR/h. In Table 3 the testing distances for background levels of 5 µR/h and 10 µR/ h were derived from the distance of 1.5 m specified for the reference background value of 20 µR/h as described in the TCS document. Similarly, the scaling rule followed for neutron sources is the same as for gamma-ray sources given by Equation 1. The scaling rule, from Equation 1, used to adjust the testing distances to account for the different possible background radiation levels results in differences in the fluence rate of up to 30 %. The determination of the background level at different laboratories can be performed using different types of radiation detection instruments. This adds an additional variable to the scaling process, as differences in the background determination (in a given location), when using different types of instruments, can be larger than 30 %. To investigate the applicability of the proposed scaling method several measurements were performed to validate the requirements. Radiation background measurements were performed in two different locations at NIST using different types of instruments to evaluate the reproducibility in the determination of the gamma-ray exposure rate.
The measurements of the gamma-ray radiation background at location 1 performed under the same conditions on the same day using the two handheld instruments are shown in Figure 2 . The average dose equivalent rate and exposure rate values measured with each of these instruments were:
 Ambient dose equivalent rate (Victoreen 451P-DE-SI-RYR) = 0.057 µSv/h ± 42 % (1 standard deviation)  Exposure rate (Thermo FH40G-L) = 10.14 µR/h ± 10 % (1 standard deviation).
The average was obtained from 20 300-s integrated exposure values. Exposure rate values were divided by a factor of 100 in order to plot them together with the Victoreen 451P-DE-SI-RYR measured ambient dose equivalent rate values.
The determination of the background ambient dose equivalent rate using the Victoreen 451P-DE-SI-RYR was performed by taking 20 independent dose equivalent rate readings (each independent reading consists of the average obtained from recording 10 displayed values). The determination of the background exposure rate using the Thermo FH40G-L was performed by taking 20 independent exposure readings integrated over 300 s. The uncertainties are the standard deviation of the 20 readings (1-standard deviation). The difference in the background determination using these two instruments is approximately 78 %. Figure 3 shows measurements of the gamma-ray radiation background at location 2 performed under the same conditions over several years using five different ionization chambers. The variability in the background exposure rate determination through an extended period of time using the same pressurized chamber is small. As expected when using a non-pressurized ionization chamber this variation is large. The variability in the determination of the background exposure rate measurements using different types of ionization chambers is very large, including the pressurized chamber where there is a difference of approximately 44 %. Due to this large variability it would not possible to accurately determine the source scaling factor for testing at different locations with different background levels when using different instruments to determine the gamma-ray radiation background.
BRD response as a function of increasing gamma-ray background level
Testing of the BRDs in accordance with the ANSI/IEEE N42.53 standard requires verifying the instrument performance at two different radiation background levels. During the development of the BRD TCS document the need to modify or extend this requirement was discussed. Several measurements were performed to evaluate the BRD response to increasing background radiation.
Natural occurring radioactive materials (NORM) can be used to increase the background radiation level during testing. In the ANSI/IEEE standard, testing is carried out in a "low" radiation background condition defined as 10 R/h ± 50 % (k = 1) and in a "high" radiation background condition defined as 30 R/h ± 20 % (k = 1). In order to assess the BRD response to different background conditions a
226
Ra and a 232 U source were placed inside a 9 cm thick PMMA container to simulate a NORM [5] and increase the radiation background level. The Victoreen 451P-DE-SI-RYR was used to measure the background dose equivalent rate. The background dose equivalent rate was set by placing the 226 Ra and 232 U sources inside the PMMA at different distances from the BRD, the dose equivalent rates used for the measurements were 0.1 Sv/h, 0.2 Sv/h, 0.3 Sv/h, 0.4 Sv/h and 0.5 Sv/h.
For each one of these fixed background levels, a 57 Co and a 133 Ba source producing a fluence rate of 0.68 photons/s/cm 2 and 1.1 photons/s/cm 2 respectively were moved past the BRD-2 at 1.2 m/s and the alarm level as well as the radionuclides identified were recorded. The PMMA phantom was placed behind the BRD-2. The BRD-2 was allowed to reset its background each time the background dose equivalent rate was increased. When the BDR-2 detects a source it produces an alarm, displays the alarm level (a number between 1 and 9) and displays the radionuclides identified. There was a total number of 10 trials per source, see the results for the 133 Ba and 57 Co sources in Figure 4 through Figure 7 . These figures show the alarm levels and radionuclides identified for the 10 trials as a function of the different background dose equivalent rates. From these figures it can be observed that the BRD-2 is not capable of identifying the sources, as there was no radionuclide identified, when the background dose equivalent rate is increased above 0.1 Sv/h. The BRD-2 alarm level is reduced when the background dose equivalent rate is increased. The BRD-2 sensitivity is reduced with increased background dose equivalent rate. Th, 241 Am, HEU, DU, and WGPu) producing an exposure rate of 5 µR/h (±20%, 1-standard deviation) above background at the reference point of the BRD. The DNDO Radioisotope Identification Devices (RIIDs) TCS document [3] , specifies that these instruments shall identify the bare and shielded sources listed in Table 4 through Table 6 depending on the category of use, (e.g., Conveyances/ Pedestrians, Containerized Cargo). In turn, the DNDO Traceability Memo [2] requires different source quantities to be used for testing of radiation detection systems used for homeland security applications. Based on the DNDO Traceability Memo [2] and the results of the measurements presented in this work, the draft version of the BRD TCS proposes the use of the sources listed in Table 6 and Table 7 . Several tests and calculations were performed to investigate the suitability and differences in requirements proposed for testing of the BRDs.
Calculations were performed to determine the fluence rate and activities of several sources when placed at a distance of 2 m from the BRD producing an exposure rate 5 µR/h and 50 µR/h above background at the reference point of the BRD, results of these calculations are shown in Table 8 . These calculations assume the emission coming from a point source [7] , uses a cut-off energy of 40 keV and includes all gamma-rays with their emission probability. The exposure rate values used for testing the radionuclide identification capabilities of the BRDs in the ANSI N42.53 standard are orders of magnitude larger than those specified in the TCSs.
Measurements were performed using different source activities listed in Table 9 . The source activity is given at the time of the measurements, the uncertainty in the source activity is ±10 % (k = 1). The measured dose rate at 2 m from the source as well as the calculated exposure rate (using the point source approximation described in reference [7] ) and fluence rate at 2 m (for a cut-off energy of 40 keV), are listed in Table 9 . These source activities were selected because they are used for testing BRDs in the ANSI N42.43 standard [4] and they provide a wide range of gamma-ray fields. The sources listed in Table 9 were used to determine the total count rate peak efficiency per Becquerel (Bq) at a distance of 2 m for BRD-1 and BRD-2. The results of these measurements are shown in Figure 8 and Figure 9 , in these figures the x-axis represents the average energy for each source. The measured efficiency for BRD-2 is larger than that of BRD-1. For the BRD-2 the results are given based on alarm, radiation level indication and the radionuclide identification information, see Figure 13 through Figure 17 . The BRD-2 has no problems detecting any of the sources but it seems to have some difficulties identifying 60 Co. There seems to be small difference in response with the presence of the PMMA phantom. For some sources the BRD-2 was not able to correctly identify the radionuclide present 10 out of 10 times. For the 237 Np source several additional measurements were performed to evaluate the BRD response based on the differences in source specifications in the ANSI/IEEE standard and TCS. The ANSI/IEEE N42.43 standard requires testing with a 90 mg 237 Np shielded by 1cm of steel. During the development of the TCS it was suggested the use of a 90 mg 237 Np without the steel shielding. Therefore, measurements were performed with and without the steel shielding. Figure  18 shows the BRD-2 radiation level indication results without the presence of the phantom with the source placed at 2 m from the BRD-2, with and without the steel shielding. The radionuclide identification of 237 Np was not changed by the use of the shielding. The BRD-2 net gamma-ray count rates for the static measurements were reduced from 570 ± 13 cps to 292 ± 9 cps from the bare to the shielded source configuration at a distance of 2 m and from 286 ± 12 cps to 144 ± 10 cps when the source was placed at a distance of 3 m. All uncertainties have a coverage factor, k, of 1. Similar 237 Np source measurements were performed using the BRD-1 and the BRD-3 without a phantom. The BRD-1 net gamma-ray count rates for the static measurements were reduced from 90 ± 20 cps to 42 ± 22 cps from the bare to the shielded source configuration at a distance of 3 m. For the shielded configuration the gamma-ray count rate for the static measurements at 2 m was 67 ± 23 cps. All uncertainties have a coverage factor, k, of 1.The results of the dynamic measurements using the shielded 237 Np source at 2 m are shown in Figure 19 . The BRD-3 did not respond to the shielded 237 Np source at a distance of 2 m at a speed of 1.2 m/s. For the static measurements the gamma-ray reading level was equal to 1.
From these measurements it can be observed that the source activities specified in Table 9 are detectable for most BRDs at a distance of 2 m. The 90 mg 237 Np shielded by 1cm of steel seems to be a strong source for testing the BRDs with the source placed or moving pass the BRD at a distance of 2 m.
Calculations of emission rates and/or fluence rate for SNM and DU sources
A depleted uranium (DU) source was measured using three different HPGe detectors. Two of the detectors were located at the National Institute of Standards and Technology (NIST) and one was placed at Oak Ridge National Laboratory. For each HPGe detector, the detector response was modeled using the Gamma Detector Response Analysis Software (GADRAS) developed by Sandia National Laboratory. A set of NIST traceable sources, emitting gamma-rays between 60 keV and 2.6 MeV, were used to build the detector response function using GADRAS and to determine the full-energy-peak efficiency for each detector. The DU source consist of a plate with a surface Area ≈ 103.23 cm 2 (≈ 10.16 × 10.16 cm), and a thickness ≈ 0.32 mm (approximately 630 g). The DU fluence rate measured by the three different HPGe detectors using the full-energy-peak efficiency for the 1001 keV line was 0.4576 photons/s/cm 2 (± 8.5 %), 0.4386 photons/s/cm 2 (± 3.9 %) and 0.4467 photons/s/cm 2 (± 5.0 %). All uncertainties have a coverage factor, k, of 1.
Based on these three measured fluence rate measurements testing using the BRD-2 and BRD-3 were performed at 3 distances in order to obtain a fluence rate at the reference point of the BRDs of 0.22 photons/s/cm 2 as specified in the RIIDs TCS. Measurements were performed at 1.2 m/s and 2.2 m/s, 10 trials for each speed and distance. For the BRD-3 the number of alarms was recorded (due to the type of the BRD-3 display). For the BRD-2 the count rate, radiation level and radionuclides identified were recorded, the background radiation level for BRD-2 was approximately 230 cps, results are shown in Table 10 and Table 11 . For the BRD-2 additional static measurements were performed to determine the response to this DU source, results are summarized in Table 12 . From these dynamic measurements it can be observed that the fluence rate for the DU source specified in the RIIDs TCS is barely detectable by the BRDs. A 1-Dimensional model (1-D model) was created for the DU plate using GADRAS. For two of the HPGe detectors, the measured count rate for the 1001 keV line was compared to the value obtained using GADRAS. For the NIST detector, the measured count rate was 0.723 cps and the calculated one was 0.684 cps, this corresponds to a percent difference of -5.4 %. For the ORNL detector, the measured count rate was 1.3 cps and the calculated one was 1.4 cps, this corresponds to a percent difference of 7.7 %. From these calculations it can be observed that source modeling is a usable tool (within approximately ± 12 %) to predict emissions from different DU source geometries.
Two additional 1-D models were created to compare the emission of one DU plate with that of two DU plates and a 4.5 kg DU sphere. The calculated count rate for the two DU plates was 1.2 cps and for the 4.5 kg DU sphere was 0.756 cps, see Figure 20 . The DU, HEU and WGPu sources used by ORNL were measured using an HPGe detector. The gamma-ray emission rate and the testing distance to obtain the RIIDs TCS fluence rates were calculated using the measured HPGe full-energy-peak efficiency, results are shown in Table 13 . This table also shows the fluence rate produce by the sources at a distance of 1 m. These sources are going to be used in the future by ORNL to measure the BRD response under different test conditions specified in the TCSs.
A 1-Dimensional model (1-D model) was created for the sources specified in the DNDO traceability memo using GADRAS. From the model for each of the sources the emission rate and the expected testing distances for the RIIDs TCS fluence rates were calculated. For these calculations, GADRAS makes use of the following densities for uranium and plutonium: uranium -18.95 g/cm 3 , and plutonium (delta) -15.75 g/cm 3 . In addition calculated values provided by Los Alamos National Laboratory (LANL) are reported. These calculations used a density for uranium of 18.861 g/cm 3 and for plutonium of 16.9 g/cm 3 . Results are shown in Table 14 . The difference between the calculated LANL and GADRAS emission rate values are within 9 %, that is within the ± 12 % estimated uncertainty of the GADRAS calculations. Ba sources were producing a fluence rate of 0.68 photons/s/cm 2 and 1.1 photons/s/cm 2 respectively. These sources were used to test the BRD-2 and BRD-3. These fluence rate values are consistent with the HEU and WGPu Conveyances/Pedestrians Category requirements in the RIIDs TCS. For these measurements the following sources were used:  677 kBq (18.3 µCi ± 5 %, 1-standard deviation) 57 Co source placed at a distance of 2.62 m from the reference point of the BRD  507 kBq (13.7 µCi ± 5 %, 1-standard deviation) 133 Ba source placed at a distance of 2.22 m from the reference point of the BRD.
Static measurements were also performed using 57 Ba sources were used, placed at a distance of 4.3m and 4.2 m from the BRD respectively.
The sources were moved passed the BRD at a speed of 1.2 m/s and 2.2 m/s without the presence of a phantom for total of 10 trials for each source and speed. The background count rate as measured by the BRD was approximately 230 cps. The results of the measurements are summarized in Table 15 and Table 16 . In Table 15 the number in parenthesis next to the radionuclides identified represents the number of trials for which this identification as displayed by the BRD. The results of the static measurement using the BRD-1 and BRD-2 are summarized in Table 17 and Table 18 . For the static measurements the radionuclides recorded were those displayed by the BRD in the main screen (automatically updated radionuclide identification). From these measurements it can be observed that sources producing these fluence rates are close to the limit of detection and identification for the BRDs.  440 kBq (11.9 µCi ± 5 %, 1-standard deviation) 57 Co source placed at a distance of 1.94 m from the reference point of the BRD  492 kBq (13.3 µCi ± 5 %, 1-standard deviation) 133 Ba source placed at a distance of 1.55 m from the reference point of the BRD  DU plate placed at a distance of 1.13 m from the reference point of the BRD The sources were moved passed the BRD at a speed of 1.2 m/s without the presence of a phantom for total of 10 trials for each source and speed. The results of these measurements are plotted together with the TCS fluence rate values used for RIIDs testing, see Figure 21 and Figure 22 . There seems to be an observable variation in the BRD-2 response for the different fluence rate values. The results of these measurements for all the BRDs are shown in Figure 23 . From Figure 23 it can be observed that BRD-3 barely alarmed to all 3 sources. The fluence rates specified in the BRD TCS for HEU, WGPu and DU are above the detection limits for two of the BRDs. 
Neutron measurement requirements
The BRD TCS does not include neutron detection as neutron testing is performed in the ANSI/IEEE N42.53 standard for BRDs. Discussions took place in the TCS working group meetings regarding neutron testing to ensure that the ANSI/IEEE N42.53 requirements are sufficient for this type of instruments. The ANSI/IEEE N42.53 requires testing with a 252 Cf source surrounded by 1 cm steel and 0.5 cm lead that has an emission rate of 20,000 n/s (±20 %, 1-standard deviation) moving at 1.2 m/s at a distance of 1.5 meters (source to reference point) unmoderated and moderated by a 4 cm thick HDPE sphere The BRD-2 was used to assess the neutron response. The two 252 Cf sources listed in Table 1 were used for these measurements. The 2  10 4 neutrons/s 252 Cf source was shielded by 1 cm of steel, the gamma-ray emission of this source was very low so there was no need to add the lead shielding for the neutron tests. While the 4.2  10 5 neutrons/s 252 Cf source was considered a bare source; it was placed inside a 0.762 mm thick aluminum holder. The sources were placed at the same height as the center of the BRD and at 1.5 m from the front face of the BRD. The average neutron background at the test location measured using the BRD-2 was 2.7 cps ± 34 %. The average neutron background at the same location using the Thermo Eberline ASP 2e neutron handheld survey meter was 0.06 cps ± 57 % (integrated over different times ranging from 2 to 6 min).
The large neutron source (4.2  10 5 neutrons/s) was used to determine the BRD-2 neutron count rate response as a function of moderator thickness with and without the presence of PMMA phantoms, see Figure 24 . From this figure it can be observed that the maximum BRD-2 neutron response is obtained when the source is moderated by 2 cm or 4 cm thick HDPE spheres when the PMMA phantom is located behind the BRD.
The smaller unmoderated neutron source (2  10 4 neutrons/s) was used to determine the BRD-2 neutron count rate response for different types of phantoms, see Figure 25 . From this figure a slight increase in response is observed when the PMMA phantom or the water placed in the high position (centered in the BRD) is placed behind the BRD-2. The results of these measurements are statistically indistinguishable due to the large uncertainties in the measurements. The smaller unmoderated neutron source (2  10 4 neutrons/s) was used to determine the BRD-1, BRD-2 and BRD-3 neutron response for different source speeds with different phantoms, results are shown in Table 19 through Table 21 assesses the applicability of the ANSI N42.53 requirements. Ten trials were performed for each test condition for each BRD at a distance of 1.5 m from the source. The neutron background readings for the different BRDs were as follow:
 For BRD-1 and BRD-2 the neutron background level was equal to 0. For the BRD-1 the average neutron background count rate reading was 0.64 cps (±20 %, 1-standard deviation).
 For the BRD-3 the neutron background level varied between level 0 and 1. For the BRD-3 the average neutron background count rate reading was 3.1 cps (±30 %, 1-standard deviation).
The response for the BRD-1 was also obtained for static measurements as this BRD shows a gamma-ray response to the neutron source. The static measurements allow the quantification of this effect. The results of these measurements are shown inTable 22. From these tables it can be observed that the 252 Cf source with an emission rate of 2  10 4 neutrons/s is barely detectable by all BRDs especially for BRD-2. 
Conclusions
Summarized below are the conclusions for each of the tests conducted in this study.
 Scaling of source emission with gamma-ray and neutron background measurement at test location From the source scaling measurements it can be observed that the measurements of the gammaray and neutron radiation background have a large uncertainty and the measured value depends on the type of instrument used to perform the measurements. This could be an issue if the source emission is scaled with the radiation background when testing of BRDs is performed in different laboratories.
 BRD response as a function of increasing gamma-ray background level
The background increase measurements show a reduction of the BRD sensitivity with increasing gamma-ray dose rate. This issue can be solved by: a) Reducing the background dose rate range over which testing can occur b) Having a common instrument to measure background at different test locations allowing for scaling of the source emission at different test locations 2 were used to test the BRDs. There seems to be a small variation of the BRD-2 response when testing with 57 Co and 133 Ba sources for these different fluence rate values, either set of values seem adequate for testing the BRDs. If it is required to be closer to the detection limit of the BRDs, the fluence rate values could be further reduced.
The fluence rates specified in the RIIDs Containerized Cargo Category for HEU 0.18 photons/s/cm 2 and WGPu 0.3 photons/s/cm 2 were also used for testing. These fluence rate values are acceptable for use and close to the limit of detection and identification of the BRDs.
The BRDs was able to detect the 90 mg 237 Np source bare and shielded by 1 cm of steel at a 2 m and a 3 m distance. The radiation detection level was reduced by the presence of the steel shielding. For these measurements it was observed that the testing distance for the shielded 237 Np source can be increased to 3 m or larger if testing requires being closer to the detection limit of the BRDs.
 Calculations of emission rates and/or fluence rate for SNM and DU sources From the SNM and DU measurements and calculations it can be observed that the GADRAS 1D-model is a useful tool to determine the emission rate of an unknown source with an uncertainty of approximately ±12 %.
 Neutron measurement requirements
From the neutron test results it can be observed that the 252 Cf source emission specified in the ANSI/IEEE N42.53 standard is close to the limit of detection for the BRDs used in these tests. The addition of moderator to the 252 Cf source increases the probability of detection for the BRD. The use of phantoms increases the probability of detection for the BRD. The presence of a phantom is required to mimic the presence of a human body. There seems to be a small variation in response depending on the type of phantom used for testing. It is important to define the material and dimensions of the phantom used for testing in order to have reproducible results at different test locations.
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